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Sample

GC/MS

Camellia

MonoTrap：DCC18 5pcs

Leave outside for 24 hours

Diethyl ether 1000μL,
Ultrasonication for 5 mins

Enrich by N2 purge to a fewμL

Trapping （Passive）

Solvent Extraction

③MT Extract Cup with Vial

GC Condition

Sｙstem ：GC/MS 

Column ：InertCap Pure-WAX

0.25mmI.D.×30m df=0.25μm

Column Temp      ：70℃→4℃/min→220℃（30min)

Carrier Gas ：He 90kPa

Injection ：Split 1:10, 1ul

250℃

Detection ：MS Scan (m/z;35-450)

1 β-Linalool 

2 Benzyl Alcohol 

3 Phenylethyl Alcohol

Protocol

Easy Enrichment of Camellia Fragrance with MonoTrap®
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